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Abstract: In this paper we present a novel approach of realizing a safe, 
simple, and inexpensive sensor applicable to pigmented lesions detection. 
The approach is based on temporal tracking of back-reflected secondary 
speckle patterns generated while illuminating the affected area with a laser 
and applying periodic pressure to the surface via a controlled vibration 
source. When applied to pigmented lesions, the technique is superior to 
visual examination in avoiding many false positives and resultant 
unnecessary biopsies. Applying a series of different vibration frequencies at 
the examined tissue and analyzing the 2-D time varying speckle patterns in 
response to the applied periodic pressure creates a unique signature for each 
and different pigmented lesion. Analyzing these signatures is the first step 
toward detection of malignant melanoma. In this paper we present 
preliminary experiments that show the validity of the developed sensor for 
the classification of pigmented lesions. 
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1. Introduction

Pigmented lesions (“birthmarks,” “nevus” or “nevi”) are benign growths which are 
composed of melanocytes (i.e. containing skin cells) [1,2]. Melanocytes produce 
melanin, the dark pigment in skin. The greater concentration of melanocytes in nevi is 
responsible for the color of the lesion which contrasts with the remainder of the skin [2]. 
There are three main skin cancers types. These types include Basal cell carcinoma 
(BCC), squamous cell carcinoma (SCC), and malignant melanoma (MM). However, MM is 
the main cause of death in patients with skin cancer [3–5]. Early and economical detection 
of MM is a major public health goal [6]. The increase in exposure to ultraviolet radiation 
during recent decades has caused a dramatic increase in the incidence of MM. Early 
diagnosis and surgical removal of cancer resulted in the ten-year survival rate of 70%, in 
contrast to 20% for those who did not get a diagnosis until the disease was widespread [4]. 

Currently the method of detecting MM most accepted by dermatologists is dermoscopy 
used as a diagnostic aid [7–13]. There are two main methods of dermoscopy: using non-
polarized light, which requires liquid contact and using polarized light, which is suitable for 
deeper lesions. Dermatologists diagnose MM according to ABCDE rule (asymmetry, border, 
color, diameter, and evolution). The major disadvantage of these two types of methods is the 
heavily dependence on the expertise and training of the dermatologist [14, 15]. Due to this 
fact, this method causes high rate of false positive alarms. The most common biopsy is 
excisional biopsy, which is a surgery to remove the whole area of suspicious tissue. Today, in 
order to avoid unnecessary biopsies (which is an invasive procedure and leaves a scar) [16–
21], there are many optical methods that investigate the suspect lesion using higher 
resolutions. These optical methods, i.e. ‘optical biopsy’ methods [22,23], such as fluorescence 
endoscopy [24], optical coherence tomography (OCT) [25,26] and confocal microendoscopy 
[27,28], were developed in order to extract a three-dimensional cross section, avoiding the 
diffuse reflected light. However, these methods are very complicated and heavily depend on 
the expertise of the researcher. 

The visual changes (ABCDE) are caused by morphological changes in tumor cells that 
include alterations of nuclear structure and other cytoplasmic organelles [29–32]. By 
measuring physical properties of cells and tissue, we have the ability to extract the primary 
information about these changes before they can even be seen. There are other methods such 
as the one of Ref [33] which relies on physical measurements, however, these methods are 
expensive and complicated and therefore are less applicable. 

Recently, simple methods for developing a clear image of the nevus using spectro and 
polarimetric techniques were presented [34–36]. However, the method presented in this paper 
suggests a new and unique technique in which the physical depth of the nevus tissue is 
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directly analyzed by the vibrational responsivity of the tissue. These vibrations characterize 
the physical properties of the tissue. 

The method proposed in this paper relies on the diagnosed of the embroidery vibrations 
which will be different as a function of the skin growing nature. By extracting this physical 
character of the embroidery, this method is independence of human visual expertise. We hope 
that in the next stage our new, very simple and convenient measurement principle for high-
precision non-contact remote diagnostics will also be applicable for diagnosis of MM cancer. 
This development will raise the efficiency of skin self-examination (SSE) using the proposed 
device. 

Our photonic device involves a fast camera and a laser, which is attached to a computing 
unit. The device is based on tracking the secondary speckle patterns trajectories produced by 
reflection of an illuminating laser beam from the tissue. This tracking is a technological 
platform which allows monitoring of movements with nano-metric accuracy. 

The tissue is illuminated with a skin safe laser and the reflected secondary speckle 
patterns are analyzed with a camera [37, 38]. The use of such a concept was already 
demonstrated for non-contact biomedical monitoring including different biomedical 
parameters such as heart rate [39], non-invasive monitoring of glucose concentration in blood 
[40,41], remote estimation of alcohol in blood stream [42], blood pulse pressure [43] and 
measurement of intra ocular pressure [43,45]. 

In this paper we present the theoretical concept and perform experimental validation of 
the speckle based sensing technology for non-contact detection of pigmentary lesion. This 
article describes the ability to characterize pigmented lesions, which is a preliminary stage for 
the characterization of melanoma. 

2. Theoretical explanation

The temporal movements of pigmentary lesions are produced due to acoustic vibrations of a 
controlled vibration surface (CVS) that we generate by loud speaker positioned in proximity 
to the inspected skin. The CVS induces skin and pigmentary lesions vibrations as a function 
of the skin density. The described configuration includes observation of the secondary 
speckle pattern that is created by illuminating the nevus. In order to monitor the nevus 
vibration, the correlation of each of the sequential images is measured. By analyzing the 
change in the correlation peak position, relative movement of the stimulated nevus was 
extracted as is shown in Fig. 1. The amplitude of the vibrations was measured with the 
presented technology which is considered to be very precise (nanometric resolution). The 
sensitivity of the presented approach was proven several times before with different 
conditions as it is shown in Refs [37–45]. Summary of the process is shown in Fig. 2. 

Fig. 1. The temporal change in the position of the correlation peak (in pixels) versus time. 
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The relative shift of the speckle pattern is proportional to [11]: 

4 tan 4π α παβ
λ λ

= ≈ (1)

where α is the time varying tilting angle of the illuminated surface as is shown in Fig. 3, β is 
proportional to the change in the spatial position of the speckle pattern due to the pigmentary 
lesion’s temporal movement, λ is the illumination wavelength, which in our case was 532 nm. 
The chosen wavelength of the illumination is related to the fact that the presented paper 
examined the difference between normal skin tissues and pigmented lesion. The penetration 
depth of 532nm wavelength is enough in order to detect pigmented lesion (which not 
penetrate the whole epidermis). The wavelength of 630nm was also suitable due to the same 
reason. The temporal movement of the pigmentary lesion is proportional to the change in the 
speckle pattern that is caused by the CVS vibrations. 

Fig. 2. A flowchart of the pigmentary lesion effects on the speckle pattern vibrations. 

Fig. 3. Schematic diagram of the system. 

In order to detect a pigmentary lesion we calculated the frequency response of the 
pigmentary lesion at the excitation vibration frequencies (main peak) when vibrated due to 
the CVS excitation. The frequency response is expressed as a discrete Fourier transform 
(DFT): 

2 /

1

( ) ( )
N

ijk N

j

X k x j e π−

=

= ⋅ (2)

where x(j) is a temporal vector of the changes in the position of the correlation peak versus 
time, N is the number of frames that were captured during each sample and X(k) is the 
frequency response raw data. An example of the pigmentary lesion frequency response with 
respect to a skin area without any pigmentary lesion is shown in Fig. 4. The result is similar to 

#253568 Received 9 Nov 2015; revised 14 Jan 2016; accepted 4 Feb 2016; published 24 Feb 2016 
(C) 2016 OSA 1 Mar 2016 | Vol. 7, No. 3 | DOI:10.1364/BOE.7.001003 | BIOMEDICAL OPTICS EXPRESS 1007 



a Bode diagram where the amplitude of different vibration modes is measured in pixel’s shift 
of the correlation peak. One can see that pigmentary lesion provides a vibration spectrum 
with peak at 170 Hz (the excitation frequency) with a different amplitude from the control 
one (i.e. the regular skin tissue) at the same extrication frequency (170 Hz). 

Fig. 4. (a) Frequency response of a pigmentary lesion. (b) Frequency response of skin area 
without any pigmentary lesion. The excitation frequency during this experiment is 170 Hz. 

3. Experimental results

The setup is a device that includes the following components: (1) a camera (PixelLink PL-
E531) that captures images of the secondary speckle pattern reflected from the subject’s hand 
at the rate of 500 frames per second (fps), the camera is connected to a computer. The 
distance from the camera to the subject’s hand is approximately 5cm. (2) a green laser (at 
wavelength of 532nm) with output power of 2mW. Note that the speckle patterns trajectory 
was also clearly observed with a low power laser (<0.5mW). In all cases we do not 
recommend directing the laser towards eyes and we recommend use of appropriate eye 
protection. The vibrations were generated through a Matlab code program, while the output 
source was connected through the USB cable. In order to obtain vibrations a loud speaker that 
the subject wears like a bracelet (Fig. 5(a)) was used. The change in the 2-D position of the 
correlation peak versus time due to the CVS vibrations was calculated after extracting the 
speckle pattern in each frame as it is shown in Fig. 5. In most of the measurements, the laser 
beam was smaller than the pigmented lesion size. However, please note that the important 
physical parameter of MM and pigmented lesions is the depth of the pigmented area. As it 
will be shown, the results demonstrate that even while the illuminated beam was bigger than 
the pigmented area, the vibrations characteristics were significantly changed due to the 
difference between the depth of the pigmented lesion and a normal skin tissue. 
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Fig. 5. (a) The optical configuration for remote measuring of pigmentary lesion. (b) Reference 
spot of normal skin is positioned under a laser illumination. (c) Demonstration of a pigmentary 
lesion under illumination. 

3.1. Stability test 

The stability of normal skin (i.e. without any pigmentary lesion) was checked to quantify the 
performance of the device and to ensure that the changes on the frequency response were 
indeed the result of a pigmentary lesion with respect to normal skin. During the stability test a 
spot of normal skin was examined while the CVS of the subject’s hand was at 170 Hz. After 
each measurement the subject’s hand was removed and returned approximately to the same 
location. This procedure was repeated eleven different times. The results were normalized to 
the first frequency response. One can see in Fig. 6 that the STD (standard deviation) of the 
normalized frequency response is only 11.1%. The STD of the samples, was calculated by: 

0.5

2

1

1
( )

1

N

n
n

s x x
N =

 
= − − 

 (3)

where 
1

1
N

n
n

x xN
=

=   and N is the number of elements in the sample

Fig. 6. Stability test of the system: The normalized optical parameter versus 10 different 
samples taken while a normal spot of the skin is under illumination. The STD is displayed. 
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3.2 Signature of pigmentary lesion and normal skin 

The main test was divided into 2 parts. Initially, experiments were done on the same subject, 
while we examined one single pigmented lesion spot with respect to nine different normal 
skin spots. The first step was to apply different frequencies using the CVS. After extracting 
the speckle pattern in each frame, we calculate the correlation and obtain a change in the 2-D 
position of the correlation peak versus time. One can see in Fig. 7 the raw data of 2-D 
correlation images sequence of the five different frequencies. 

Fig. 7. The time domain response to the series of different vibration frequencies applied by the 
CVS. 

The next step was to analyze each sequence of different frequency separately. One can see 
in Fig. 8 the different vibrations of the skin for each and different applied frequency. 

Fig. 8. Different temporal vibrations of the skin while frequency of (a) 55 Hz (b) 100 Hz (c) 
145 Hz (d) 190 Hz (e) 235 Hz was applied by the CVS. 

After each time-domain sequence was extracted, we calculated the frequency response of 
each different sequence as it is shown in Fig. 9. One can see from the symmetry of the 
frequency response that the signal is real and the excited frequency response can be easily 
extracted with very high signal to noise ratio (SNR). 

#253568 Received 9 Nov 2015; revised 14 Jan 2016; accepted 4 Feb 2016; published 24 Feb 2016 
(C) 2016 OSA 1 Mar 2016 | Vol. 7, No. 3 | DOI:10.1364/BOE.7.001003 | BIOMEDICAL OPTICS EXPRESS 1010 



Fig. 9. Different frequency responses of the skin while frequency of (a) 55 Hz (b) 100 Hz (c) 
145 Hz (d) 190 Hz (e) 235 Hz was applied by the CVS. 

Finally, by calculating the peak of each frequency response at the tremor frequency, a 
unique signature was created as it shown in Fig. 10. With the signature, one can classify the 
skin condition, due to the fact that the skin vibration behavior changes as a function of the 
pigmented lesion characteristics and can be analyzed using the frequency response signature. 

Fig. 10. The frequency response signature of a normal skin. 

During the first step one can see (Fig. 11) the different signature of nine different normal 
skin spots with respect to a single pigmentary lesion spot. 
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Fig. 11. Nine different optical signatures of different skin spots with respect to a pigmented 
lesion spot. The optical measurement of the pigmented lesion is denoted with a red line and the 
optical measurement of the normal skin is denoted with a blue dashed line. 

One can see that at an excited frequency of 100Hz there is a significant difference 
between each one of the nine normal skin spot to the pigmented lesion spot. The presented 
resonance frequencies are related to two main factors: (1) The loudspeaker’s resonance and 
(2) the mechanical properties of the vibrated tissue, which affect the interaction between the 
acoustic wave and the tissue. One can see from Fig. 13 that the resonance of the loudspeaker 
is at about 100Hz. However, the difference between soft tissue and hard tissue as it is 
expressed by the difference between pigmented lesions to normal skin, affects the resonance. 
This phenomenon (i.e. the frequency response difference between hard and soft tissues) was 
also proved in Ref [37]. Please note that the range of the excited frequencies is also limited by 
the frame rate of the camera due to the Nyquist sampling theorem. 

Figure 11 represents one single pigmented lesion. However, each time, the subject moved 
his arm and placed his arm back again for repetition, the movement caused to slight changes 
of the signature. One can see that the signature remains the same with respect to the other skin 
frequency responses. In the last step, we calculate the STD of the pigmented lesion signature 
result at the excitation frequencies and we saw that the optical measurements of the normal 
skin were out of the pigmented lesion deviation region as it is shown in Fig. 12. 

Fig. 12. The signature deviation of the pigmented lesion optical measurement with respect to 
nine different optical measurements of normal skin. The optical measurement of the pigmented 
lesion is denoted with a red dashed line. 

During the second test, we tested whether pigmentary lesion can be characterized in 
relation to their environment by using our system. For our tests, the excitation frequency was 
at 55-240Hz. Different pigmentary lesions, with different appearance, were examined. Each 
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test presents the measurements obtained from observing three samples of single normal skin 
with respect to three measurements of single pigmentary lesion. In Fig. 13 we present 6 
different pairs of pigmentary lesion signatures and normal skin signatures. The pigmented 
lesions of the subjects were analyzed by a dermatologist and were not detected as MM. 

Fig. 13. Six different signatures of skin tissues. 

3.3 Examination of skin spots, pigmented spots and colored spots 

In the second part of the study the frequency response of 20 different small and flat 
pigmented lesions was examined. The excitation frequency was between 170Hz to 210Hz. 
The excitation frequency was selected due to the observation of small and flat pigmented 
lesions frequency response. The difference at this excitation frequency can be seen in Fig. 14. 

The parameters that were examined were chosen in order to evaluate our ability to 
monitor pigmentary lesion with the proposed optical system. ‘Color’ - The skin area is 
illuminated as a reference was painted with a color matching to the Nevus color. This was 
done to ascertain that the different frequency responses between real pigmentary lesion and 
the reference are not only due to different color of the skin. ‘Control’ – the spot of a normal 
skin with neither pigmentary lesion nor color was illuminated. Each pigmented lesion and 
colored spot measurement was normalized by the measurement of the adjacent normal skin 
and the ratio was presented in the manuscript. 

The difference in frequency response between colored, non-colored and the pigmentary 
lesion is evident from the graph of Fig. 14. In all cases calibration was done in relation to 
their control. The results show that by selecting the suitable threshold, one can easily 
diagnose a pigmentary lesion or mole with the presented method (e.g. a difference of 400 
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pixels at 170Hz, as shown in Fig. 4). As one can see from Fig. 14, that there is a small 
difference between the colored spot frequency responses and a normal skin with respect to the 
ratio between pigmented lesions to colored spot. In order to avoid movements and external 
noises, the comparison was made between adjacent normal skin spot, while one of them is 
colored. Due to this fact, there is a small difference in the frequency response between the 
colored spots and the non-colored ones. 

Fig. 14. The average frequency responses of 20 different small pigmented lesions with respect 
to reference spots after calibration. The responses are measured at frequencies of 170Hz and 
210Hz. 

4. Conclusions

In this paper we presented the usage of optical remote configuration that relies on the physical 
response of the tissue for detection of pigmentary lesions. The proposed configuration 
consists of only a camera, a laser and a small loud speaker. The proposed novel concept was 
experimentally validated and demonstrated its potential in detection of pigmentary lesions. 

The next step will be developing an automatic calibration process that will improve the 
translation of the optical result into the exact diagnosis of malignant melanoma. 

The future sensor will be very simple, extremely compact, suitable for personal use, 
robust and will be automatic and independent of physician’s visual examination. Due to this 
fact the false alarm rate will be significantly reduced with respect to nowadays false alarm 
rate. Furthermore, the laser is considered very safe due to the fact that its output optical power 
can be less than 0.4mW. 
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